Microcollimator for Micrometer-Wide Stripe Irradiation of Cells Using 20–30 keV X Rays by Pataky, Kristopher et al.
252
RADIATION RESEARCH 172, 252–259 (2009)
0033-7587/09 $15.00
 2009 by Radiation Research Society.
All rights of reproduction in any form reserved.
DOI: 10.1667/RR1483.1
Microcollimator for Micrometer-Wide Stripe Irradiation of Cells Using
20–30 keV X Rays
Kristopher Pataky,a Guillermo Villanueva,a Andre Liani,b Omar Zgheib,b Nathan Jenkins,c Demetrios J. Halazonetis,d
Thanos D. Halazonetisb,e and Juergen Bruggera,1
a Microsystems Laboratory, Ecole Polytechnique Federale de Lausanne (EPFL), Lausanne, Switzerland; b Department of Molecular Biology,
University of Geneva, Geneva, Switzerland; c Department of Physics, University of Geneva, Geneva, Switzerland; d Department of Orthodontics,
University of Athens, Athens, Greece; and e Department of Biochemistry, University of Geneva, Geneva, Switzerland
Pataky, K., Villanueva, G., Liani, A., Zgheib, O., Jenkins,
N., Halazonetis, D. J., Halazonetis, T. D. and Brugger, J. Mi-
crocollimator for Micrometer-Wide Stripe Irradiation of Cells
Using 20–30 keV X Rays. Radiat. Res. 172, 252–259 (2009).
The exposure of subnuclear compartments of cells to ionizing
radiation is currently not trivial. We describe here a collimator
for micrometer-wide stripe irradiation designed to work with
conventional high-voltage X-ray tubes and cells cultured on
standard glass cover slips. The microcollimator was fabricated
by high-precision silicon micromachining and consists of X-ray
absorbing chips with grooves of highly controlled depths, be-
tween 0.5–10 m, along their surfaces. These grooves form X-
ray collimating slits when the chips are stacked against each
other. The use of this device for radiation biology was examined
by irradiating human cells with X rays having energies between
20–30 keV. After irradiation, p53 binding protein 1 (53BP1), a
nuclear protein that is recruited at sites of DNA double-strand
breaks, clustered in lines corresponding to the irradiated
stripes.  2009 by Radiation Research Society
INTRODUCTION
Ionizing radiation has been widely used in research lab-
oratories to study the effects of DNA double-strand breaks
(DSBs) in cells (1, 2). The most common sources of radi-
ation for biological experiments are the radioactive isotope
137Cs and high-voltage X-ray tubes, with the latter gaining
increasing popularity due to safety and security concerns.
The radiation produced from 137Cs and X-ray tubes can
be collimated, allowing part of a biological specimen to be
irradiated. It is relatively easy to fabricate collimators made
of lead, stainless steel or other metals with slits that have
linear dimensions as small as 0.1–1 mm (100–1,000 m).
However, these dimensions are still too large to irradiate
parts of a nucleus of a cell, a task that is becoming increas-
ingly useful for the study of the biological responses of
cells to DNA DSBs (3, 4).
1 Address for correspondence: BM 3.115/Station 17 EPFL – Micro-
systems Laboratory 1, Lausanne, 1015, Switzerland; e-mail: juergen.
brugger@epfl.ch.
To restrict the linear dimensions of the irradiated area to
the micrometer and submicrometer range, microbeams have
been developed (5). These microbeams can produce either
high- or low-LET radiation. The high-LET radiation micro-
beams are suitable to study the health effects of exposure
to radon and to cosmic rays and employ  particles as well
as highly charged, energetic (HZE) particles such as iron
and gold to irradiate the biological targets (6–9). The low-
LET radiation microbeams were developed to better un-
derstand the response of cells to X rays or  rays and em-
ploy ultrasoft X rays, energetic electrons or high-energy
protons (10–13).
In microbeams, the dimensions of the irradiated area can
be limited to a few micrometers or less using either colli-
mation or focusing. In the case of high-LET radiation mi-
crobeams, when a cell is targeted by a single particle, the
irradiated area is defined by the linear track of the HZE
particle and is in the submicrometer range (6–9). Low-LET
radiation microbeams, such as the ones using ultrasoft X
rays, typically employ a collimator mask consisting of a
metal grid placed on an X-ray transparent polymer film
(10–13). Metal grids can be constructed by lithography with
aperture dimensions of 1 m or less, but, due to fabrication
constraints, the thickness of these grids is also limited to a
few micrometers. In turn, this necessitates the use of ultra-
soft X rays, which can be blocked by a few micrometers
of metal. Further, because ultrasoft X rays can be scattered
easily and have limited penetrance in air and liquids, the
cells have to be positioned within a few micrometers of the
grid for the collimation to be effective (10–13).
The development of all the microbeams discussed above
requires significant expertise and resources. Further, in
many cases, a particle accelerator is required for their func-
tion. As a result, currently, there are only about 30 micro-
beams in operation or under development worldwide (5),
and alternate methods that rely on UV lasers are becoming
popular for local induction of DNA damage (3, 4).
We describe here a collimator that can be used with ra-
diation produced by conventional high-voltage X-ray tubes
and that is suitable for irradiating areas whose dimensions
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are in the micrometer range. This novel microcollimator
provides good masking contrast for X-ray energies of up to
30 keV and has very small collimation angles, enabling it
to be positioned even a few millimeters away from the ir-
radiated target without pattern blurring.
MATERIALS AND METHODS
Silicon Chip Fabrication
The silicon chips were fabricated at the Center of MicroNano-
Technology at EPFL. Standard 380-m-thick double-side polished silicon
wafers were used as the X-ray attenuating material in the microcollima-
tors. The surfaces of the wafers were coated with sacrificial oxide layers
with a thickness of 0.5, 1, 2 or 10 m that would later be etched to
generate grooves of the same depths in the microcollimator. A photoresist
was then patterned in stripes on the top side of the silicon wafers using
conventional photolithography. The photoresist served as an etch-mask
so that the SiO2 could be etched down to the silicon using either buffered
HF etching in the case of the 0.5-, 1- and 2-m oxides or reactive ion
etching in the case of the 10-m oxide. Based on the photoresist patterns,
the grooves produced by the etching had widths of 0.1, 0.25, 0.5, 0.8 or
3.5 mm. After etching, the wafers were diced into chips that were even-
tually stacked in the microcollimator. Two sizes of chips were diced: 1
cm  1 cm and 2 cm  1 cm. After dicing, the photoresist was stripped
with acetone and the wafers were rinsed in deionized water before being
cleaned by oxygen plasma.
Fabrication of the Microcollimator Holder
The microcollimator holder was fabricated at the Department of Mo-
lecular Biology of the University of Geneva. A stainless steel block in
the shape of a cube with a rectangular-shaped hole in the center was
constructed to hold the stacked silicon chips, which were pressed against
one wall of the hole by a metal plate held under tension by a screw. A
cell holder made of stainless steel and teflon was constructed to hold the
18-mm-diameter glass cover slips on which cells could be cultured firmly.
The cell holder was attached to the silicon chip holder, such that the cells
would be positioned about 0.5 mm away from the outlet surface of the
silicon chips. As a unit, the cell holder and the silicon chip holder were
attached by a 1:120,000 ratio gearbox to a high-precision stepper motor,
allowing smooth rotation of the microcollimator over a wide range of
speeds. The rotation of the microcollimator was computer-controlled us-
ing digital position sensors incorporated in the microcollimator.
Calculation of X-Ray Attenuation
The level of attenuation of X rays of various energies as a function of
the length of the silicon chips was calculated using the Beer-Lambert law
and data obtained from the NIST database X-ray attenuation tables for
silicon and SiO2 (14). Monte Carlo simulations for estimating radiation
exposure rates were performed using a computer program written specif-
ically for this purpose. The geometry of the microcollimator, the target
and the anode focal spot were reproduced by the program and the paths
and intensities of 10,000 photons emanating randomly from the anode
focal spot were calculated.
Irradiation of Cells
The microcollimator was attached to the collimator holder of an XRAD
320 Irradiator (Precision X-Ray, Inc., North Branford, CT), which uses an
MXR-321 X-ray tube (Comet, Flamatt, Switzerland). Glass cover slips on
which U2OS human osteosarcoma cells were cultured were placed on the
cell holder of the microcollimator and were covered with tissue culture me-
dium. The microcollimator was then programmed to perform a slow rotation
over a 2–4 angle range, such that at the rotation midpoint the cover slip
would be facing the focal spot of the anode. The rotation was programmed
to last 6–15 min, and during this time the X-ray tube was turned on. The
settings for the X-ray tube were 20 or 30 keV at 25 mA. After irradiation
the cells were returned to the tissue culture incubator for 30 min to allow
robust 53BP1 focus formation and were then fixed and processed for im-
munofluorescence, as described previously (15).
RESULTS
Device Description and Manufacturing Process
The microcollimator consists of a stack of X-ray atten-
uating silicon chips with grooves lithographically defined
and etched along their upper surfaces (Fig. 1A). When the
chips are stacked, these grooves create collimating slits
through which X rays can pass (Fig. 1B).
The silicon chips were manufactured starting with stan-
dard 380-m-thick double-side polished silicon wafers
(typically used in microfabrication). The surfaces of the
wafers presented sacrificial silicon dioxide (SiO2) layers
that would later serve as spacers to establish the grooves
in the microcollimators. SiO2 layers of 0.5, 1, 2 or 10 m
were used to produce microcollimators with slit widths of
the same dimensions (Fig. 1B). A photoresist was patterned
in stripes on the top side of the silicon wafers using con-
ventional photolithography. The photoresist served as an
etch-mask so that the SiO2 could be etched down to the
silicon using either buffered HF etching in the case of the
0.5-, 1- and 2-m oxides or reactive ion etching in the case
of the 10-m oxide. After etching, which produced grooves
of depths of 0.5, 1, 2 or 10 m and widths of 0.1, 0.25,
0.5, 0.8 or 3.5 mm (Fig. 1A), the wafers were diced into
chips with dimensions of 1 cm  1 cm or 2 cm  1 cm
(length  width).
The quality of the silicon chip manufacturing process was
evaluated by several methods. Scanning electron microscopy
(SEM) images showed well-defined grooves with smooth edg-
es in spite of the dicing saw (Fig. 1C and D). The depth of
the grooves on the surfaces of the chips was measured using
a surface stylus profilometer (Tencor) and the thickness of the
non-etched SiO2 spacer using a surface reflectometer (Nano-
metrics). A comparison of the two sets of measurements
showed a very good correlation, indicating that the original
thickness of the SiO2 film effectively determined the depth of
the microcollimator grooves (Table 1).
After manufacturing, enough silicon chips were stacked
against each other to create a block that was about 1.5 cm
wide, so that cells growing on 18-mm-diameter cover slips
could be irradiated. Tight conformal stacking of the chips
was ensured by a microcollimator holder (Fig. 2A). The
latter consists of a stainless steel block with a rectangular-
shaped hole at its center, where the stacked silicon chips
were positioned. The chips were pressed against one wall
of the hole by a stainless steel plate held in place by a
screw attached to the microcollimator holder (Fig. 2A).
Once the silicon chips were stacked, the grooves on their
surfaces led to the formation of slits, which could be vi-
254 PATAKY ET AL.
FIG. 1. Design and quality control assessment of silicon chips used in the microcollimator. Panel A: Diagram of
a single silicon chip showing the surface layers of SiO2. On the top surface, parts of the SiO2 layer have been etched
to form grooves. Panel B: Stacking of silicon chips creates slits through which X rays can pass to generate a pattern
of irradiation (IR) stripes on the target. Panel C: Scanning electron micrograph image of the top surface of a silicon
chip showing a series of 100-m-wide grooves. Panel D: Scanning electron micrograph image of the end view of
the wall of a 10-m-deep groove. The remaining SiO2 thin film serving as a spacer is visible on the right. On the
left, the base of the groove is smooth where the SiO2 was etched away from the silicon.
TABLE 1
Quality Assessment of the Depth of the
Microfabricated Grooves on the Surfaces of the
Silicon Chips
Desired
groove depth
(m)
Measured
SiO2 film thickness
(nm)
Measured
groove depth
(nm)
10 10,150  12 10,550  300
1 1,006  7 1,083  79
0.5 507  6 550  66
Notes. SiO2 film thickness was measured with a surface reflectometer,
while groove depth was measured with a surface profilometer. The 0.5-
and 1-m groove depths correspond well to their respective film thick-
nesses. The 10-m groove depth was larger than the film thickness, in-
dicating that some of the silicon below the SiO2 film was also removed
during the etching process. Means  2 SD of 10 independent measure-
ments are given.
sualized under a microscope by allowing light to pass
through the microcollimator (Fig. 2B).
Geometry Considerations and Radiation Dose Estimates
The stripe pattern produced by the microcollimator is the
result of the difference in X-ray attenuation between the
silicon chips and the air in the slits. For the case of an
incident monochromatic X-ray beam parallel to the micro-
collimator channels, the resulting contrast is given by the
Beer-Lambert law:
T/LC 	 I /(I e ),T O
where IO is the intensity at the inlet surface of the micro-
collimator, IT is the intensity at the outlet surface, T is the
thickness of the microcollimator, and L is the material at-
tenuation length for the X-ray energy in question. Plotting
the contrast between the grooves and attenuating portions
of the microcollimator as a function of the length of the
attenuating material and of the energy of the incipient X
rays showed that 1- and 2-cm-long chips would block more
than 99% of X rays with energies of 23 keV and 30 keV,
respectively (Fig. 3).
Based on these calculations, the silicon chips were man-
ufactured to be 1 or 2 cm long. The length of the chips in
turn dictates the geometry of the X-ray collimating slits.
The height of the slits is equal to the length of the silicon
chips (1 or 2 cm), their width is equal to the depth of the
grooves on the surface of the chips (0.5–10 m), and their
length is equal to the width of the grooves (0.1–3.5 mm)
(Fig. 1A and B). Taking into account the dimensions of
width and height, these slits collimate X rays to within
angles in the range of 0.0014–0.0573 (Fig. 4A). An ad-
vantage of the small collimation angle (ANco) is that the
X rays coming out of the collimator are essentially parallel,
which means that the biological target can be placed even
1–2 mm away from the collimator. However, there are two
disadvantages to the small collimation angle. The first dis-
advantage is that it limits the part of the anode focal spot
that is ‘‘visible’’ from the target and hence results in de-
creased exposures. The decrease in the exposure can be
estimated by considering that in the absence of the micro-
collimator, the target is exposed to X rays emanating from
the entire anode focal spot. In this case, the unobstructed
angle (ANun) represents the angle through which the focal
spot is visible from the target and through which the target
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FIG. 2. Packing of silicon chips in the holder produces slits dimensions that match the dimensions of the etched
grooves. Panel A: Diagram of stacked silicon chips in the holder. The chips are pressed against one wall of the
rectangle-shaped hole in the holder by a stainless steel plate. Tension is generated by a screw. Panel B: Microscope
images of light passing through the slits formed by stacked silicon chips. The slits are 10 m wide and either 250
m or 800 m long (upper and lower images, respectively).
FIG. 3. Calculated intensities of X rays transmitted through 1- and
2-cm-long microcollimators as a function of incident X-ray energy. The
failure point was defined as the X-ray energy (in keV) for which the
intensity of transmitted X rays exceeded 1% of the incipient intensity.
The failure points were: 1 cm SiO2, 22.98 keV; 1 cm silicon, 28.08 keV;
2 cm SiO2, 30.01 keV; 2 cm silicon, 36.67 keV.
is exposed to X rays. Assuming that the attenuation length
of the silicon wafers is zero (i.e., no X rays can penetrate
even the slightest thickness of silicon) and that the intensity
of generated X rays is uniform throughout the anode focal
spot, then the exposure dose of the target at the outlet of a
collimator slit (DOco) would be related to the dose received
by an unobstructed target (DOun) by the formula
DOco 	 DOun(ANco/ANun).
The term DOun can be easily measured experimentally. For
the X-ray tube we used in this study (Comet, MXR-321)
at settings of 20 or 30 keV and 25 mA and a target to
anode focal spot distance of 25 cm, the DOun is 7 and 15
Gy/min, respectively. The angle ANun can also be esti-
mated. The diameter of the focal spot of this X-ray tube is
8 mm and its target angle is 30. Thus, when viewed from
the target, the size of the focal spot is 4 mm and at a 25-
cm target to anode focal spot distance, ANun equals 0.91.
Since ANco is much smaller than ANun, the exposure of
a target at the outlet of a collimator slit is much smaller
than the exposure of an unobstructed target.
Fortunately, silicon is not impermeable to 20–30 keV X
rays. Thus some X rays that penetrate the silicon and SiO2
walls of the slit can reach the target, resulting in increased
exposures (Fig. 4C). To determine a more realistic estimate
of the exposure of a target at the outlet of a collimator slit,
we performed Monte Carlo simulations taking into account
the geometry of the microcollimator and the attenuation
lengths of silicon and SiO2 for 20 and 30 keV X rays. The
simulations were performed for slit widths of 0.5, 1, 2, 5
or 10 m and slit heights of 1 or 2 cm. The results pre-
dicted increased exposure compared to the one calculated
for zero attenuation length (Table 2). As expected, the in-
crease was greater for narrow slits (0.5–2 m) than for
wide slits (5–10 m) and for 30 keV than for 20 keV. We
also calculated the exposure of a target placed below the
silicon wafer, away from a slit. At 30 keV, the 1-cm-long
wafers were predicted to be penetrated by the X rays (Table
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FIG. 4. Geometry considerations of the microcollimator design and estimation of radiation exposure. Panel A: The collimation angle (ANco) is
determined by the width (0.5–10 m) and height (1–2 cm) of the collimating slits and ranges between 0.0014–0.0573 (in the configurations we have
constructed to date). Because the collimation angle is very small, a target at the outlet of a slit is exposed to X rays emitted from only part of the
anode focal spot. Panel B: A target with no obstruction between it; the anode focal spot is exposed to X rays emanating from the entire focal spot.
The unobstructed angle (ANun) represents the angle through which the focal spot is visible from the target and through which the target is exposed
to X rays. In the configuration we used, ANun is 0.91. Panel C: Since the silicon wafers are partially transparent to X rays, the exposure of the target
is greater than the one calculated solely on the basis of the collimating angle (ANco). Panel D: Monte Carlo simulations of exposure for targets 0 mm
(solid line) or 2 mm (dotted line) below the surface of the microcollimator. Results are presented as parts per thousand of the unobstructed exposure
(i.e., the unobstructed exposure is set to 1,000). The simulations were performed for 20 keV X rays, for a 2-m-wide and 1-cm-high slit and for a
segment of the microcollimator extending 10 m either side from the center of the slit. Panel E: Monte Carlo simulations as for panel D, except that
the X-ray energy was set at 30 keV and the slit height at 2 cm. Panel F: The small collimation angle and the small size of the anode focal spot relative
to the width of the microcollimator make it impossible for all slits to point to the X-ray source at the same time. Rotation of the microcollimator along
the indicated axis during irradiation ensures that all slits point to the anode focal spot.
2), as also predicted by Beer-Lambert’s law (Fig. 3). Fi-
nally, we also calculated the exposure along the entire
width of a slit extending to the adjacent outlet surface mi-
crocollimator to get dose contrast estimates. These calcu-
lations were performed for targets at a distance of 0 or 2
mm from the outlet surface of the microcollimator. Very
high-contrast and sharp radiation stripe boundaries were
predicted with 20 keV X rays, even for targets that were 2
mm away from the outlet surface of the microcollimator
(Fig. 4D). The performance of the microcollimator was pre-
dicted to decrease with 30 keV X rays but was still satis-
factory (Fig. 4E). It should be noted that our calculations
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TABLE 2
Calculation of Radiation Exposure at the Outlet of
the Microcollimator Slits
Slit dimensions
Height
(cm)
Width
(m)
Exposure relative to unobstructed exposure
(	1,000)
Attenuation
length 	 0
Attenuation
20 keV
silicon/SiO2
Attenuation
30 keV
silicon/SiO2
1 0.5 3.20 3.96 58.34
1 1 6.30 7.84 66.37
1 2 12.50 15.63 81.48
1 5 31.30 38.94 123.22
1 10 62.50 77.76 186.76
1 off-slit 0.00 0.08 49.47
2 0.5 1.60 1.72 4.91
2 1 3.20 3.40 7.31
2 2 6.30 6.82 12.08
2 5 15.70 17.07 26.24
2 10 31.30 34.13 49.53
2 off-slit 0.00 0.00 2.64
Notes. Computer simulations were performed assuming an 8-mm-di-
ameter anode focal spot with a 30 target angle; the target was placed 0
mm below the outlet of the slit and a distance of 25 cm between the
target and the anode focal spot. The simulations were performed with
X-ray attenuation lengths for silicon and SiO2 obtained from the NIST
database (14) or with an attenuation length of zero to determine whether
X rays did not penetrate the silicon. The exposure of the target is rep-
resented as parts per thousand of the unobstructed exposure (i.e., the
unobstructed exposure is set to 1,000). Exposures were calculated for
targets placed at the center below slits of the indicated dimensions or
below the silicon away from the slit (off-slit) to show to what degree the
X rays penetrate the silicon wafers.
apply to monochromatic X rays, which of course is not true
for X rays emitted by high-voltage X-ray tubes. This means
that the actual exposure contrast at the 30 keV setting will
be better than our simulations indicate (see below).
The second disadvantage of the very small collimation
angle is that it becomes difficult to align the microcolli-
mator to the focal spot of the anode of the X-ray tube. In
fact, given that the size of the focal spot of a typical X-ray
tube, when viewed from the target, is about 4 mm, it is
impossible for X rays to pass through all the slits of a 1.5-
cm-wide microcollimator at the same time (Fig. 4F). To
resolve this problem, the microcollimator holder was at-
tached to a motor that allowed it to be rotated with an axis
of rotation perpendicular to the surface of the silicon chips
and to the X-ray beam. By rotating the microcollimator
holder over a 3.2 range, we ensured (for a 1.5-cm-wide
microcollimator positioned 25 cm from the focal spot) that
at some point during this rotation every slit would become
aligned to the anode focal spot (Fig. 4F). A cell platform,
able to hold an 18-mm-diameter cover slip with cells, was
attached to the microcollimator holder, such that the cells
would be positioned about 0.5 mm away from the outer
surface of the microcollimator and would rotate as a single
body with the microcollimator (Fig. 4F).
Validation of the Microcollimator
We set out to validate the microcollimator by irradiating
human U2OS cells and monitoring by immunofluorescence
the intracellular localization of 53BP1, a protein that is rap-
idly recruited to sites of DNA DSBs (15–18). We used a
conventional high-voltage X-ray tube (Comet, Flamatt,
Switzerland) to generate X rays with a current setting of
25 mA and voltage settings of 10, 15, 20, 30, 40 and 50
keV. At 10 and 15 keV, the X rays were unable to penetrate
the exit window of the X-ray tube. At 20 keV, the X rays
were efficiently collimated by the microcollimator with sil-
icon chip lengths of either 1 or 2 cm. At 30 keV, the X
rays were efficiently collimated by the microcollimator with
2-cm-long silicon chips but penetrated the microcollimator
with 1-cm-long silicon chips, as predicted by our calcula-
tions (Fig. 3 and Table 2), while at 40 and 50 keV, the X
rays penetrated both the 1- and 2-cm-long chips. Examples
of the 53BP1 immunofluorescence patterns achieved by a
microcollimator with 2-cm-high and 2-m-wide slits are
shown in Fig. 5. These patterns validate the ability of the
microcollimator to limit the irradiated area to stripes, whose
width is in the micrometer range.
Based on the simulations described above, we calculated
the exposure at the outlet of the collimator slits for the ex-
periment shown in Fig. 5. We experimentally measured the
dose rate in the absence of the collimator (DOun) 25 cm away
from the anode focal spot and found it to be 15 Gy/min (for
settings of 30 keV and 25 mA). Based on the simulations of
Table 2 (for 2-cm-high and 2-m-wide slits), the dose rate at
the outlet of the slits should be 0.18 Gy/min. The cells were
irradiated for 6 min, which puts the exposure at 1.1 Gy. The
calculated exposure is consistent with the number of 53BP1
foci observed in these cells (Fig. 5), given that 1 Gy of ra-
diation results in about 20–25 53BP1 foci per cell when the
entire nucleus is irradiated (15).
DISCUSSION
We describe here the development of a microcollimator
that allows subnuclear compartments of cells to be exposed
to low-LET radiation. The main advantage of this micro-
collimator is its simplicity of use and its compatibility with
conventional high-voltage X-ray tubes.
Previously described low-LET radiation microbeams ei-
ther were designed to irradiate single cells to study bystand-
er effects or, when it was desired to irradiate part of a cell,
employed thin X-ray masks to collimate the beam. These
masks contain X-ray absorbing metallic regions, for ex-
ample, made of gold, layered on an X-ray transparent poly-
mer (10–13). Due to fabrication constraints on the aspect
ratios of the metallic X-ray absorbing components, the
thickness of the metal in these masks is about 1 m. In
turn, this affects the entire design of the microbeam. When
X rays are used as the source of low-LET radiation, their
energy must be low enough, for example 1.34 keV in one
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FIG. 5. 53BP1 is recruited to stripes after collimation of the X-ray beam with a microcollimator containing 2-
cm-long silicon chips with 2-m-wide slits. U2OS cells were exposed to X rays using a conventional high-voltage
X-ray tube and settings of 30 keV and 25 mA. The cells were irradiated for 6 min, during which time the micro-
collimator was rotated over a 2 angle, and were processed for immunofluorescence 30 min after irradiation. The
periphery of the nuclei is indicated by gray lines. The two images are at 40 (left) and 100 (right) magnification.
case (10, 11), so that they can be blocked by the thin me-
tallic component. Such ultrasoft X rays cannot penetrate the
exit window of conventional high-voltage X-ray tubes and
therefore require specialized X-ray sources, such as syn-
chrotron particle accelerators. Further, these ultrasoft X rays
have very low penetrance in air and biological materials,
which means that the cells to be irradiated have to be placed
within a few micrometers of the X-ray mask.
One way to overcome the requirement for ultrasoft X
rays is to increase the thickness of the X-ray absorbing
metallic component. For gold, a thickness of about 80 m
would be necessary to successfully mask 20 keV X rays.
It is now becoming technically feasible to fabricate 1-m-
wide polymer structures with heights of up to 80 m (19),
and such structures could be used, in principle, to generate
gold masks thick enough for use with conventional X-ray
tubes. However, such a collimator would still have a rela-
tively small aspect ratio (80:1), which for non-parallel
X-ray beams such as the ones produced by high-voltage
X-ray tubes would mean that the cells would still have to
be positioned just a few micrometers away from the mask
to avoid pattern blurring.
The X-ray microcollimator described here allows the use
of conventional high-voltage X-ray tubes and is compatible
with placing the target cells even a few millimeters away
from the collimator. The ability of our microcollimator to
absorb X rays is not limited by a fabrication process aspect
ratio, unlike the case of X-ray masks, because the width of
the slits is a function of the thickness of the thin film coat-
ing the silicon chips, while the thickness of the absorber is
defined by the length of the chips when they are diced,
which is a separate fabrication step. Thus the fabrication
method we present here enables us to increase the thickness
of the absorber just by dicing longer chips. A second ad-
vantage of our method is that the chip length (1 or 2 cm)
is much greater than the slit width (0.5–10 m), resulting
in very small collimation angles. Thus, even though the
beam emitted by X-ray tubes is not parallel, the beam ex-
iting the collimator is almost parallel. Combined with the
fact that the distance between slits is quite large (380 m,
corresponding to the thickness of the silicon chips), this
means that the cells can be placed even a few millimeters
away from the collimator. In turn, this allows us to grow
the cells on standard glass cover slips, rather than on special
supports, such as micrometer-thick mylar membranes.
Another advantage of our system is that it can be adapted
to harder X rays just by changing the material in the chips.
For example, if GaAs is used in place of silicon, then a
2-cm microcollimator could effectively mask electrons with
energies as high as 180 keV. One concern, however, with
using such high-energy X rays is that while X rays in the
1–30 keV range interact with matter mostly through the
photoelectric effect, the interaction of matter with harder X
rays becomes dominated by Compton scattering (13). Sec-
ondary electrons produced from photoelectric absorption
have limited penetrating power in biological tissues, which
effectively ensures that only the part of the cell exposed to
photons of X rays suffers radiation damage. In contrast, the
energetic electrons produced by Compton scattering have
higher energies and will result in less localized damage,
thereby compromising our ability to specifically target sub-
nuclear compartments.
The final advantage of the microcollimator described
here is its ease of use. The microcollimator can simply be
attached to a conventional high-voltage X-ray tube, a cover
slip with cells can be placed on the cell holder, and the
motor can then be programmed to rotate the microcolli-
mator and cells, while the X-ray beam is turned on. At-
taching the microcollimator to an inverted microscope
(which would have to be placed in the irradiation cabinet
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and operated remotely) to allow the cells to be visualized
during irradiation is also possible, although we have not yet
implemented this option. The ease of use of this microcol-
limator may allow greater access of subnuclear irradiation
to the scientific community. Previously developed micro-
beams require significant resources and expertise, which led
many investigators to induce localized DNA damage using
UV lasers on cells that had been presensitized by incubation
with Hoechst dyes or by incorporating bromodeoxyuridine
(BrdU) in their DNA (3, 4). While the UV laser approach
has many advantages, it also has disadvantages. The spec-
trum of DNA damage lesions induced by the UV laser in-
cludes pyrimidine dimers and most likely protein-DNA
crosslinks, in addition to single-stranded and double-strand-
ed DNA breaks (20–22). More importantly, the Hoechst
dyes and the BrdU incorporation used to presensitize the
cells may result in aberrant responses to DNA damage and
produce radiosensitization (23–25). In fact, Hoechst dyes,
even in the absence of exposure to UV light, can change
the conformation of DNA, leading to chromosome decon-
densation and transcription inhibition (26, 27).
In conclusion, we have successfully demonstrated a sim-
ple microcollimator for applications in stripe irradiation.
The simple design of the microcollimator ensures that it
can be easily adapted to existing X-ray tubes, facilitating
the study of cellular responses to low-LET radiation.
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